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LI FE  1’IME  MEASUREMENTS 
USING  FLUORESCENCE  EMISSION 

I . Introduction 

background 

For  several  years,  the  Air  Force  has  been  interested  in  developing 
non -perturbing  diagnostic  techniques  to  measure  species  concentrations 
and  temperatures  in  combustion  flames.  This  information  could  then  be 
used  to  Improve  jet  engine  efficiencies  and  reduce  the  emission  of  pol- 
lutants into  the  atmosphere.  Radiative  diagnostic  techniques  are  prom- 
ising because  they  neither  disturb  the  flame  significantly  nor  intro- 
duce mechanical  test  probes  into  the  exhaust. 

Although  optical  radiation  techniques  have  been  used  for  over  a 
century,  the  introduction  of  lasers  in  I960  has  expanded  the  use  of 
these  techniques.  The  organic -dye  laser  is  an  effective  diagnostic 
tool  because  it  can  be  tuned  to  any  wavelength  within  a fixed  wavelength 
hind  and  because  it  can  produce  high  peak  powers  in  short  pulses  (Ref  17: 
1-b). 

Several  optical  diagnostic  techniques  have  received  close  attention 
within  the  last  five  years.  Among  the  most  promising  techniques  are  the 
following:  (l)  spontaneous  Raman  scattering,  (.?)  coherent  anti-Stokes 
Raman  scattering  (CARS),  and  (3)  laser  fluorescence  (Ref  6:6-10).  Each 
of  tlies e lias  strong  and  weak  points  with  regard  to  their  use  in  measur- 
ing species  concentrations  and  temperatures. 

Raman  scattering  is  the  inelastic  scattering  of  light  from  atoms 
and  molecules.  Using  the  quantum  theory  of  radiation,  when  a photon  of 
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energy  hv,  where  h is  Planck's  constant  and  v is  the  frequency,  under- 
goes an  elastic  collision  with  a molecule,  the  photon  is  scattered  and 
this  scattered  light  is  of  the  same  frequency  as  the  incident  light: 


this  is  termed  Rayleigh  scattering  (Fig.  la).  However,  if  the  colli- 
sion is  inelastic,  energy  is  exchanged  between  the  photon  and  the  mole- 
cule. The  scattered  light  is  now  of  a different  frequency  and  is  term- 
ed Raman  scattering.  Scattered  light  of  a frequency  lower  than  the 
incident  light  is  termed  Stokes'  radiation;  if  the  frequency  is  higher, 
it  is  termed  anti -Stokes'  radiation  (Ref  1:121-122).  There  are  several 
advantages  to  using  spontaneous  Raman  scattering  in  combustion  diagnos- 
tics. First,  visible  wavelength  lasers,  which  include  tunable  dye 
lasers,  can  be  used.  Additionally,  the  Raman  spectrum  is  specific  for 
a given  molecule  and  is  linearly  proportional  to  the  species  number 
density.  The  major  disadvantage  of  spontaneous  Raman  scattering  is  that 
the  signal  is  very  weak  resulting  in  a very  low  signal  to  r.oise  ratio 
(Ref  6:6-8). 

Coherent  anti-Stokes  Raman  scattering  (CARS)  is  a non-linear  opti- 
cal process.  Two  laser  sources,  with  frequencies  and  or.,  are  select- 
ed such  that  co^  - oj ^ is  tuned  to  a molecular  vibrational  resonance.  The 
sample  emits  an  intense  collimated  anti -Stokes  beam  at  the  frequency 
co  = 2co  - u>„  (Fig.  lb).  Thus,  one  of  the  major  advantages  of  CARS  is 

J L C. 

that  the  light  is  collimated  and  more  easily  collected.  Another  advan- 
tage is  that  the  CARS  signal  is  much  more  intense  than  the  spontaneous 
Raman  scattering.  Disadvantages  to  CARS  are  that  two  laser  sources  are 
required  and  the  system  is  very  sensitive  to  optical  alignment  (Ref  6:12). 

Fluorescence  is  the  emission  of  light  resulting  from  the  decay  of 
a molecule  from  an  excited  electronic  state  (Fig.  lc).  The  molecule  is 


normally  excited  through  an  inelastic  collision  with  a photon  of  energy 

ho.  After  a lifetime  characteristic  of  the  excited  state,  the  molecule 

can  relax  to  the  ground  state  by  the  spontaneous  emission  of  a photon. 

-i  0 

This  characteristic  radiative  lifetime  can  '/ary  between  10  and 
10+‘  sec  (p.ef  £s3).  The  emitted  fluorescence  can  be  shifted  in  fre- 
quency from  the  frequency  of  the  incident  light  or  can  be  of  the  same 
frequency,  termed  resonance  fluorescence.  Although  Ha  ran  scattering 
and  fluorescence  are  both  inelastic  scattering  processes,  they  are  dif- 
ferent since  the  exciting  radiation  for  fluorescence  must  match  the 
energy  difference  between  the  ground  state  and  the  excited  state  of  the 
molecule. 

There  are  other  mechanisms  that  can  compete  with  fluorescence  in 
the  loss  of  energy  from  the  excited  state  of  the  molecule.  Among  these 
are  dissociation,  coilisional  deactivation,  and  intramolecular  energy 
transfer.  These  processes  are  collectively  called  quenching  and  may 
Loi  : fluorescence.  Such  is  often  the  case  in  combustion  flames 

..■here  many  species  are  present  to  contribute  to  quenching.  It  should  be 
possible  to  calculate  the  effect  of  the  quenching  theoretically  if  the 
concentrations  of  all  species  are  known  ar.d  if  the  coilisional  cross 
sections  are  known.  The  temperature  must  also  be  known  because  the 
rate  of  these  processes  depends  on  the  temperature.  Such  a detailed 
knowledge  of  the  combustion  flame  is  usually  not  possible.  The  major 
advantage  of  fluorescence  is  that  the  fluorescence  signal  is  usually 
much  stronger  than  the  spontaneous  Raman  scattering  or  CARS  signal  for 
the  same  stimulus.  Thus,  the  signal  to  noise  ratio  is  much  improved. 
Also,  the  fluorescence  signal  is  linearly  dependent  on  species  concen- 
tration. 
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There  are  four  requirements  that  must  bo  met  if  fluorescence  is  to 
be  used  for  measurements  of  species  concentration  in  combustion  flames. 
First,  the  molecule  of  interest  must  have  a known  emission  spectrum. 
Second,  the  molecule  must  have  an  absorption  wavelength  within  the  range 
of  dyes  available  for  the  dye  laser,  assuming  a dye  laser  is  used. 

Third,  the  radiative  lifetime  must  be  known  since  the  strength  of  the 
fluorescence  signal  is  proportional  to  this  decay  rate.  Fourth,  if 
quenching  mechanisms  are  present,  their  effect  on  the  decay  rate  must 
be  taken  into  account.  It  has  been  suggested  that  the  following  mole- 
cules, which  are  present  in  combustion  flames,  may  be  analyzed  using 
fluorescence  techniques:  C,,,  GH,  CN,  NH,  NO,  OH,  CgHg,  C^Hg, 

CH2 0,  NO.,,  and  S0o  (fief  6:32). 

Radiative  Lifetime  Measurements 

To  determine  the  radiative  lifetime,  which  is  required  for  the 
fluorescence  technique,  one  of  two  conventional  techniques  has  been  used. 
The  first  technique  consists  of  measuring  the  state  population  density 
and  the  volumetric  emission  coefficient.  The  radiative  lifetime  is  then 
calculated  directly  by  using  the  relation 


T, 


N h v 
n nm 


nm 


4 n E 


nm 


whore  T - the  radiative  lifetime 
nm 

N = the  state  population  density 
n 

E = the  volumetric  emission  coefficient 
nm 

v = the  transition  frequency 
nm  1 

o/i 

h = Planck's  constant  (6.6.°6  x 10  joule-sec) 


(1) 
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The  second  technique  consists  of  measuring  the  ibsorption  coeffi- 
cient and  then  calculating  the  radiative  lifetime  from  the  integrated 
absorption  coefficient.  The  absorption  coefficient  is  found  using 
Beer's  Law: 


I(v)  = I0(v)  exp  (-  a(v)  L)  (2) 

where  l(v)  = the  measured  intensity  (frequency  dependent) 

Io(v)  = the  initial  intensity  (frequency  dependent) 
a(v)  = the  absorption  coefficient  (frequency  dependent) 

L = the  sample  length 

The  stimulated  emission  coefficient  (Einstein  B coefficient)  is  then 

nm 

found  using  the  relation 


B = a /[N  h V ] 
nm  ' *-  n nmJ 


(3) 


where  a is  the  integrated  absorption  coefficient.  The  spontaneous 
emission  coefficient  (Einstein  A coefficient),  which  is  the  inverse  of 
the  radiative  lifetime  r,  is  related  to  the  stimulated  emission  coeffi- 
cient by 


A = 


8 rr  h v 


3 

nm 


O 

_> 

c 


B 

nm 


(•’0 


where  c is  the  speed  of  light. 

However,  both  of  these  techniques  require  a detailed  knowledge  of 
the  state  populations  of  the  gas.  That  is,  two  measurements  are  re- 
quired to  determine  r • It  is  possible,  however,  to  measure  the  radia- 
tive lifetime  directly.  Such  a method  may  also  be  used  to  measure, 
rather  than  calculate,  the  effect  of  quenching  corrections  to  the  decay 
rate . 
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Purpose 


The  purpose  of  this  thesis  ff  rt  ’ : strict- 
ly measure  radiative  lifetime:  hi.:  *1  .r  : j • . 

This  method  must  be  capable  of  m suri:;  - f 

10  nsec,  as  are  expected  in  conbusti< n . : r la 

used  to  promote  a molecule  to  an  excited  state. 

emission  of  a photon  after  time  t is  proportional  to  . xr  (-t/  ).  If 
the  elapsed  time  t between  excitation  and  photon  emission  i'  measured  a 
statistically  large  number  of  times,  then  a plot  of  the  natural  loga- 
rithm  of  the  frequency  of  the  emission  tine  t versus  the  time  t will 
yield  the  lifetime  j. 

Scope 

The  thesis  effort  is  limited  to  developing  an  experimental  appara- 
tus to  measure  the  elapsed  time  between  excitation  and  photon  emission 
in  order  to  find  the  lifetime  T.  A gas  sample  having  a previously  mea- 
sured T will  be  used  as  a standard  for  evaluating  the  experimental  tech- 
nique . 


Nitrogen  Dioxide 

Because  nitrogen  dioxide  (NO.,)  is  a major  constituent  in  combustion 
flames  and  has  absorption  bands  in  the  visible  range  of  the  spectrum, 
this  gas  is  chosen  as  the  gas  sample  to  be  used.  In  recent  years  NO,, 
has  received  considerable  attention.  Not  only  3s  it  present  in  combus- 
tion flames,  but  it  is  also  an  important  component  of  the  polluted  atmo- 
sphere (Ref  20s 1418).  Another  factor  is  that  NO,,  has  a much  longer 
lifetime  than  that  calculated  using  the  integrated  absorption  coefficient 
(Ref  5,  Ref  21:3457)-  Nouberger  and  Duncan  have  measured  a mean  lifetime 
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of  fluorescence  of  44.5  psec  (Rof  13*1694).  Kevser,  Kaufman  and  :’,lpf 
l lave  measured  radiative  lifetimes  on  the  order  of  55  usee  (Ref  1.1:524), 
and  Donnelly  and  Kaufman  report  lifetimes  of  about  200  c.seo  (Ref  4:4 100). 

The  absorption  spectrum  of  NO,  has  been  recorded  (Ref  14:230, 

Ref  9 : 50?, 60.1  )s  however  it  has  defied  detailed  analysis  because  of  the 
hi  ;h  density  of  lines  which  show  no  obvious  regularity  (Ref  18:49 77). 

Some  transitions  have  been  identified,  and  it  has  been  determined  that 

2 , 
the  3j  state  is  the  first  excited  state  for  vertical  excitation  (Ref  ?: 

1624,  Ref  19:167).  Information  on  potential  energy  surfaces  has  been 


presented  by  Gilllspie,  e_t  al  (Ref  8)  and  Jackels  and  Davidson  (Rof  10, 
Ref  11). 


From  an  experimental  point  of  view,  NO,,  is  a difficult  gas  to  work 
with.  It  is  a toxic,  corrosive  gas.  Additionally,  the  gas  exists  as 
a mixture  of  both  NO,  and  N.,0,,  with  the  concentration  varying  by  temper- 
a Lure  and  pressure. 

The  theory  of  rate  equations  vnd  photon  counting  are  discussed  in 
Chapter  II.  The  equipment  used  is  described  in  Chapter  III  followed  by 
a discussion  of  the  procedures  in  Chapter  IV.  Chapter  V gives  a summary 
of  results,  and  Chapter  VI  gives  a list  of  conclusions  and  recommenda- 
tions . 
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II.  Theory 


The  physical  theory  which  supports  the  experimental  methods  is 
discussed  in  this  section.  The  rate  equations  for  state  population 
densities  are  developed,  followed  by  a discussion  of  transition  proba- 
bilities. Next,  photon  counting  methods  are  discussed.  Finally,  an 
estimate  is  made  of  the  fluorescence  strength  and  counting  rate  that 
art'  expected. 

Rate  Equations 

To  determine  the  rate  at  which  energy  is  transferred  between  energy 
s txi tea  of  any  species,  it  is  useful  to  develop  a two-level  model.  Such 
a model  is  shown  in  Fig.  2. 


Excited 

S ta  te  t 

B 

B 

A 

mn 

run 

nm 

nm 

Ground 

r i 

r ’ 

State 

Fig.  2.  Two-level  Model 


The  rate  equation  for  this  model  is  then  developed  term  by  term. 

Excitation  of  a molecule  is  written  as  an  absorption  term  dependent. 

on  the  Einstein  B coefficient.  This  absorption  term  t.-.  written 
mil 


B I N whore  I is  the  Intensity  ol  the  laser  beam  tnd  N is  the  around 
mn  m m 

state  population  density.  In  similar  manner,  energy  can  be  transferred 

from  the  excited  state  to  the  ground  state  through  stimulated  emission. 

The  rate  at  which  this  oeoui-s  is  given  by  Li  I N where  N is  the  ex- 
tra n n 

cited  state  population  density.  The  two  Einstein  B coefficients  are 
related  by  the  equation 


B g = B g 

nm  n mn  m 


where  is  tiie  degeneracy  of  any  level  i. 

The  spontaneous  omission  of  photons  from  the  excited  state  occurs 

at  the  rate  A N where  A is  the  Einstein  A coefficient.  Colli sional 
nm  n nm 

deactivation  occurs  at  a rate  Z N N whore  Z is  some  collision  1 

nm  n in  nm 

rate  constant.  If  other  species  are  present  and  contribute  to  coll isi  an- 
al deactivation,  they  can  be  represented  by  an  additional  term  ’ , N N. 

nl  n 1 

where  is  the  density  of  the  additional  species.  Self-collisions  arc 
represented  by  the  term  Z N'  . There  may  also  be  a loss  of  cart icier 
through  diffusion  of  particles  outside  the  region  of  observation.  This. 

O 

occurs  at  a rate  D..  V'  N , where  D,,  is  the  diffusion  coefficient  (Ref 
ini  ' 

.IS -28). 

Thus,  the  rate  equation  for  the  excited  state  may  be  written 

dN  /dt  B IN  - A N - B IN  -2  N N - Z N,  - Z N*"'  + D A/'N  (o) 
n mn  m nm  n nm  ti  nm  n m nl  n 1 nn  n i n 

After  the  laser  pulse,  the  first  and  third  terms  of  this  equation  are 
sero.  If  diffusion  is  assumed  to  be  small,  the  last,  term  can  be  neglect- 
ed. This  can  be  shown  to  be  the  case  for  NO.,  at  pressures  of  Interest. 


Also  .!  is  small,  and  that  term  can  be  neglected . If  the  signal  Is 
nn  ’ ° 

small,  then  N and  N,  are  constants.  This  applies  for  the  case  far 


I 


t 


from  saturation.  The  collisional  terms  can  then  be  represented  by  the 
collective  quenching  term  Q N , where  Q is  a constant.  The  rate  equa- 
tion then  reduces  to 


dN  /dt  = - ( A + Q)  N (?) 

n'  v run  n '*  ' 

The  solution  to  this  equation  is 

Nn  = No  SXP  [“  ( Anm  + 

where  Nq  is  the  excited  state  population  density  at  the  end  of  the  laser 
pulse,  time  t = 0.  The  characteristic  lifetime  t is  given  by 

T = < An»  * « >_1  (?) 

If  the  spontaneous  emission  dominates  collisional  quenching,  then  j is 
the  radiative  lifetime. 

If  the  quenching  Q of  Eq  (9)  is  linearly  dependent  on  the  pressure, 
then  the  equation  can  be  written  in  the  form 


where  q is  the  quenching  constant  and  P is  the  pressure.  A plot  of  the 
inverse  of  the  lifetime  versus  the  pressure  will  yield  a straight  line, 
such  as  is  shown  in  Fig.  3 (Ref  13:169^).  This  line  will  yield  q,  and 
extrapolation  to  zero  pressure  will  yield  the  radiative  lifetime. 

It  is  also  useful  to  examine  the  near  saturation  case  when  the  in- 
tensity of  the  laser  is  large.  For  this  case  N is  not  a constant.  It 

m 

will  be  assumed  that  the  additional  species  remains  constant  at  a 
fixed  temperature  and  pressure.  Since  N + Nn  = N (a  constant),  the 
rate  equation  becomes 
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45 


Pressure  (microns) 


Fig.  3.  Reciprocal  of  Lifetime  as  a Function  of  Pressure  (Ref  13:1694) 


dN  /dt  = - A N - Z N ( N - N ) - Z , N N, 
n nm  n run  n n nl  n 1 


hi 3 can  oe  rewritten  as 


dN  /dt  = - ( A + Z N + Z , N,  ) N + Z N2  (12) 

n ' nm  nm  nl  1 n nm  n v ' 


The  solution  to  this  equation  i 


exp  (-vt) 


Z exp  (-yt)  - (Z  N - y)/  N 
nm  ' * ' ' nm  o 5/  o 


where  y = A + Z N + Z . N..  . A detailed  examination  of  the  case  of 
nm  nm  nl  1 


aturation  has  been  made  by  Piepmeier  (Ref  15:435-433) 


Both  of  these  two-level  models  can  be  used  for  resonance  f lucres 


cence.  However,  when  excitation  occurs  at  one  wavelength  and  radiative 


emission  is  observed  at  another  wavelength,  non-resonance  fluorescence 


r. 


,-T 


Eq  (15)  is  then  of  the  form 

dN,/dt  + (A01  + Z N)  N2  = f(t)  (18) 

Thus,  the  solution  to  Eq  (l'i)  is 


N . (At,  + Z N) 

■ J.r. 


A21  A31  " A32  L 


3xp[-  (A  .f  A3,+  ZN)  tj  - ex?  Jj-  (Azl+  ZN)  tj 


(19) 


If  it  is  assured  that  the  radiative  decay  from  level  2 to  level  1 domi- 


nates the  collisions,  and  further  assumed  that  collisions  dominate  the 

depopulation  of  level  3»  then  A.,.>  ZN  » A,0,  A-,,  . Eq.  (19)  becomes 

cl  } 1 


N N, 


N?  - 


A.t, 


fl  - exp  ( -A, . t )J  exp  (-2  N t) 


This  equation  shows  that  when  collisional  deactivation  quickly 


level  2,  the  fluorescence  observed  from  level  2 is  a 
collisional  deactivation  rate.  If  the  fluorescence 
level  3 to  level  2,  then  Eq  (l?)  is  the  form  of  the 


measu romen 


is  observed 
exponential 


(20) 


populates 
t of  the 
from 
decay 


observed. 

An  additional  set  of  rate  equations  can  bo  written  for  the  case 
where  eoliisional  deactivation  depopulates  level  3 nnd  a different 
collisional  rate  applies  to  deactivation  between  levels  2 and  1.  The 
rate  equations  become 


dN^/dt  = - Z N(N 

(21) 

dN  ,/dt  = Z N N - A..MN,  - Q N, 

(22) 

dNj/dt  = AnN,  + Q N, 

(23) 

r 
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In  these  equations,  Q is  the  quench! a'  constant  between  levels  1 and  2. 


Solving 

the  equations  for  N-,  and  N.^  yields  the  followings 

N2  = N}  fexp£  - (An  + Q)  t]  - ex?  (-  2 M t)  J 

(24) 

and 

N - N-  exp  (-  2 N t) 

(25) 

Thus  for  fluorescence  from  level  2 to  level  1,  Fq  (2-)  gives  the  form 
of  the  decay . 

Tv:  nsi  1 1 on  Pro ba  bi li  tl  es 

As  can  be  seen  from  Eqs  (8),  (17),  (20),  and  (24),  the  fluorescence 
signal  observed  will  depend  on  the  number  of  molecules  initially  excited 
by  the  laser  pulse.  As  previously  noted,  the  energy  of  the  exciting 
radiation  must  match  the  energy  difference  of  the  ground  state  and  the 
excited  stite.  Additionally,  the  strength  of  the  absorption  will  depend 
on  the  number  of  molecules  in  the  ground  state.  Since  there  are  many 
vibrational  si  ites  for  each  electronic  level,  there  are  many  possible 
transitions.  However,  according  to  the  Franek-Condon  principle,  elec- 
tronic transitions  occur  so  rapidly  that  tho  internuclear  distance  of 
the  molecule  dees  net  change  during  the  transition  (Ref  1:208).  Thus, 
electronic  transitions  must  occur  vertically  on  potential  energy  curves 
plotted  versus  internuclear  distance.  This  is  shown  schematically  In 
Fig.  5-  Since  most  of  the  molecules  are  in  the  lowest  vibrational  state 
of  tho  ground  electronic  state,  the  transition  labeled  (0,3)  in  Fig.  5 
is  the  strongest.  It  should  be  noted  that  the  most  probable  internuclear 
distance  for  the  lowest  vibrational  state  is  at  the  center;  for  higher 
vibrational  states,  it  is  at  the  edges  on  the  curve . Therefore,  a tran- 
sition occurs  between  the  v - 0 vibrational  level  of  the  upper  electronic 
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where  P 


photons  in  the  interval  t to 


probability.  The  probability  of 


If  N( t)  Is  given  by  Eq  (8) 


becomes 


which  reduces  to 


Slncu  the  last  term  of  Eq  (T9)  Is  just  a constant,  the  probability  of 
countin'  photons  is  an  exponential  determin'd  by  the  decay  rate.  If 


quenchiiv;  contributes  to  the  decay  rate,  as  riven  by  Eq  (8),  then 
Eq  (.J  9)  becomes 

l'(t)  C exp  [-  (A(  m<  Q)  l]  (30) 

(30 

"run 

The  decay  rate  measured  is  then  the  combined  radiative  and  quenching 
t.  rms.  To  avoid  detection  of  two  photons  at  once,  the  counting  rate 
1.,  kept  to  less  than  one  photon  per  laser  pulse . 

The  other  method  of  measurin’;  the  Lifetime  consists  'f  measurin': 


the  time 

0.1 . ’ 

botwe 

-'ll  th< 

end  of  the  la  u 

’f  pul: 

se  and 

the  emission  of 

a photon. 

Sinco 

the  l 

imi:v: 
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,s  the 

f i rs  t 
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the  p 

robability  of  ;■;« 

■ 1 1 1 : if' 

any  photon  in  the  1 3 

time  inti 

rv.il  t 

loti 

At. 

■ 

the  probability  that  a molecule  will  not.  decay  prior  to  time  t 
p the  probability  that  a molecule  will  decay  in  the  next,  time 


interval,  t to  L 1 At 

P the  probability  that  a photon  will  bo  detected 
c 

N the  Initial  number  of  excited  molecules  at  time  L ~~  0 
o 

The  probability  of  detectin'  a photon  In  the  interval  t to  t 1 At,  for 

N 1 Is  then 
o 

l’  q p P (39) 

O 

For  N either  both  molecules  arc  still  excited  at  time  t or  one  Is 

o 

stiLl  excited  and  the  other  molecule  has  decayed  but.  was  not  detected. 
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If  the  probability  of  detection  of  a photon  In  k.  pt  1-  r.  than  one  per 
1 \.-,er  pnlue,  then  N P t and  -Iq  ( JtO  become.-. 

O v* 

V V N At  I 1 exp  ( t ) ( : 
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By  the  use  of  neutral  density  filters,  the  number  of  photons  de- 
tected per  laser  pulse  can  be  kept  to  one  or  less.  The  probability  of 
detectin';  a photon  at  time  t is  then  riven  by  Eq  09)  and  has  tho  form 
of  exp  (-t/r).  The  error  in  these  counting  methods  is  controlled  by 
Poisson  statistics*  The  result  i 3 that  the  standard  devj  tion  in  the 
number  of  counts  which  are  measured  is  given  by  the  squ.ro  root  ol  the 
number  of  counts  (Ref  loshf -So). 


•y,  ‘ 1 : :a ef  PI  norer, ceticc  Count:-. 

Having  established  the  theory  of  fluorescence  decay  measurements, 
an  order  of  magnitude  estimate  is  made  of  the  number  of  counts  expected. 
This  estimate  depends  on  at  least  the  following:  (0  the  pulse  shape 
and  power  of  tho  laser,  (.')  the  absorption  properties  of  the  -ns,  (3) 
the  emission  intensity,  (4)  the  collection  etti  rlenoy  o.t  tho  lens,  and 
monochromator , ('>)  the  quantum  oft  icienev  ot  the  phot  omul  li.pl  i -r  tu.  ■, 
..1;  1 (6)  the  time  interval  examined  by  the  detection  < 1 ^ctronics.  An 
estimate  of  these  factors  is.  made  tor  NO,. 

The  absorption  per  unit  length  is  given  by 

dl(x,v,l)/dx  • - a^v)  I(x,v,  t)  l'!0) 

where  I is  the  Intensity  and  a.  is  an  absorption  line  as.  a function  of 
frequency.  Integrating  over  a.  cross.-s.ee!  Iona  1 area  yields,  the  power 

dP(x,v,t)/dx  - a^v)  I’(x,v,  l)  0*) 

Integration  yields 


P(x,v,0  P (v,t)  exp[  - aL(v)  X ] 


,\E  e 6 d / < C ‘ • «' ) 


whore  : la  the  fraction  of  energy  absorbed  after  some  length  f . 

Based  upon  preliminary  investigations,  there  is  an  intensity  ab- 
sorption of  20  ' for  a sample  length  of  3‘>  cm  when  using  the  dye  Coumarin 

O 

440.  Tills,  dye  has  a pulse  energy  of  800  microjoules  at  4;}04  which  is 
reduced  to  400  micro joules  because  of  optical  elements  prior  to  the  ; as 

sample.  The  length  of  gas  viewed  by  the  monochromator  is  1 mm.  Using 

-7 

these  numbers  In  Eq  (47),  the  energy  absorbed  is  x 10  ' joules. 
Assuming  that  all  of  this  energy  is  used  to  excite  molecules,  the  number 
of  molecules  In  the  excited  state  after  one  laser  pulse  is  given  by 
AE  / h vi  this  is  5 * 10  1 molecules. 


The  absorption  measurement  was 


made  \t  a pressure  of  20  torr;  lor  1 torr,  the  number  of  molecules  ex- 

1C 

clt  a would  bo  2,5  x 10  . V ill  of  the  molecules  deactivate  radia- 

tive ly,  then  2.5  x 10*°  photons  would  bo  emitted  in  1 solid  angle  of  . 
The  lens,  which  focuses  the  fluorescence  onto  the  entrance  -.lit  of  the 
monochromator  and  ipproximatoly  fills  the  gratia--,  rip  air  s a solid 
angle  given  by 


0 rr  r / y‘  (48) 

where  2 is  the  solid  angle*  r is  the  radius  of  the  lens,  and  y is  the 
distance  of  the  lens  to  the  laser  beam  path.  The  Ions  has  a radius  of 


L.2?  cm  and  is  25.4  on  from  the  laser  beam  path.  Thus,  the  number  of 

photons  entering  the  monochromator  is  3 x 10'  . 

Assuming  that  the  monochromator  delivers  half  of  the  photons  to 

the  photomultiplier  tulx  , the  number  of  photons  at  the  photomultiplier 

3 

tube  is  1.5  x '■  0 . The  quantum  efficiency  for  the  photomultiplier, 

O 

which  lias  an  S-20  response,  is  '0;'.'  .it  4304  A.  Thus,  the  total  number 
of  nho  t eelee  t r v.  orl  ■d.r.ating  at  the  photocn  thodo  of  the  photomulti pli  -r 


tube  is  3 x 10'  . The  electronics  only  sample  the  first  300  nsec  after 

the  laser  pulse,  so  if  the  lifetime  is  on  the  ord  >r  of  100  usee,  Eq  (39) 

5 

yields  a total  count  of  1.5  x 10  . This  is  an  urper  bound  estimate 
ince  there  may  be  other  possible  Losses.  However,  this  calculation 
shows  that  the  number  of  available  counts,  is  more  than  adequate  and 
could  be  reduced  through  the  us  of  non . rul  density  filters. 


Ill . Equipment 

The  equipment  used  for  this  experiment  is  divided  into  the  follow- 
ing categories;  (l)  gas  handling  system,  (.1)  laser,  (3)  optics,  ar.d  (4) 
electronics.  Each  of  these  categories  will  be  discussed  separately.  A 
photograph  of  the  overall  experimental  setup  is  shown  in  Pig.  8. 

das  Handling  System 

A photograph  of  the  gas  handling  system  is  shown  in  Fig.  9 and  a 
schematic  is  given  in  Fig.  10.  The  sample  of  NO,  comes  from  a Whitey 
lecture  bottle  of  length  20  cm  and  diameter  5 cm.  The  tubing  ^or  the 
gas  system  is  l/4  inch  and  l/2  inch  stainless  steel;  Swagelok  fittings 
are  used.  Valve  3»  shown  in  Fig.  10,  is  a Whitey  needle  valve;  all 
other  valves  are  Nupro  bellows  valves . The  gas  enters  a glass  sample 
tube  through  a hole  of  1 cm  diameter.  This  sample  tube  is  35  cm  long 
and  has  a diameter  of  5 cm.  A fluorescence  port  ? cm  long  is  located 
21.5  cm  from  the  end  of  the  tube  nearest  the  dye  laser.  The  entrance 
window,  exit  window,  and  fluorescence  window  are  made  of  quarts. 

The  sample  tube  is  wrapped  with  Briskeat  heat  tape  for  sample  heat- 
ing. An  Insula tive  box  40  cm  by  23  cm  can  be  placed  around  the  sample 
tube.  This  box  has  three  ports  for  laser  beam  entry  and  exit  and  fluo- 
rescence viewing . An  Assembly  Products,  Inc.  temperature  gauge,  which 
uses  an  iron-eonstantine  thermocouple,  is  mounted  to  the  box  to  monitor 
the  temperature;  the  maximum  reading  is  105  C. 

The  pressure  within  the  sample  tube  is  monitored  using  either  an 
Ace  Glass  mercury  McLeod  gauge  or  a Container  Service,  Inc.  Model 
VG  1000  thermocouple  gauge,  each  capable  of  measuring  pressures  as  low 
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as  one  millitorr,  one  micron.  Since  NO,  is  a toxic,  corrosive  material, 
the  gas  within  the  sample  tube  is  removed  by  freezing  out  into  a 20  cm 
long,  6 cm  diameter  metal  bottle  submerged  in  a liquid  nitrogen  (LN,) 
Dewar.  The  system  is  initially  pumped  out  using  a Welch  mechanical 
pump.  Pressures  as  low  as  one  micron  can  then  be  reached  using  Lae  dif- 
fusing pump  of  a Voeco  Model  MS-9  leak  detector.  The  pressure  just 
prior  to  the  leak  detector  is  monitored  using  an  additional  Ace  Glass 
mercury  McLeod  gauge. 

Laser 

A Molectron  DL200  Tunable  Dye  laser  is  used  as  an  excitation  source 
and  is  pumped  by  a Molectron  UV1000  Nitrogen  (N,)  Laser  with  a peak 

O 

power  of  one  megawatt  at  3371  A.  The  laser  can  be  pulsed  at  5»  10, 

1 5»  20,  25,  30,  40,  or  50  pulses  per  second  with  a pulse  width  of  3 to 

10  nsec.  This  also  determines  the  pulse  rate  of  the  dye  laser,  which 

o o 

can  be  tuned  over  the  range  3600  A to  7500  A by  the  selection  of  vari- 
ous organic  dyes.  Four  dyes  were  used  during  the  course  of  the  experi- 
ment, and  a plot  of  their  relative  pulse  energy  versus  wavelength  is 

given  in  Fig.  11.  Through  the  use  of  a frequency  doubler,  the  output 

o 

range  of  the  dye  laser  can  be  extended  to  2100  A.  The  output  wavelength 

is  selected  by  a diffraction  grating  mounted  in  a drive  mechanism, 

which  can  be  controlled  manually  or  by  the  Molectron  DL-040A  Scan  Con- 
s’ . 

trol.  The  scan  control  can  automatically  scan  with  rates  of  1 A/  min 
to  1000  a/  min. 

The  output  power  cf  the  laser  is  monitored  using  a United  Detector 

_2 

Technology  Kodel-80X  Opto-Meter.  This  can  measure  power  down  to  10 
irwatt,  but  the  minimum  pulse  width  is  5 msec.  Thus,  with  the  use  of  a 
recorder,  the  Opto-Meter  is  used  to  measure  only  relative  changes  in 
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Tho  position  of  the  op -.leal  components  is  shown  schematically  in 


Fig.  12.  An  aperture  of  5 mm  is  located  2.5  on  from  the  dye  laser  out- 
put port.  A Holies  Griot  pellicle  is  located  9 cm  from  the  aperture  and 
reflects  50 "■  of  the  beam  to  an  additional  pellicle  ?6  cm  away.  The 
transmitted  boon  continues  13  cm  to  the  detector  head  of  the  Opto-Moter, 
and  the  reflected  portion  Is  directed  to  a PIN  diode  located  10  cm  away. 

The  sample  tube  is  positioned  28  cm  from  the  dye  laser.  The  fluo- 
rescence is  focused  onto  the  entrance  slit  of  tho  monochromator  by  a 
2.1)9  cm  diameter  lens  of  focal  length  12.7  cm,  which  is  located  25.1  cm 
from  the  entrance  slit  and  25.9  cm  from  the  center  of  the  sample  tube. 
The  monochromator  is  a Jarrell-Ash  Mark  V Half -Meter  Ebert  Scanning 
Spectrometer,  which  has  a 52  mm  by  52  mm  grating  of  1180  grooves/mm  and 

O 

biased  for  4000  A.  The  entrance  slit  is  l mm  wide,  and  the  exit  slit 
is  1.1  mm  wide. 

Mounted  at  the  exit  of  the  monochrome. tor  is  an  Emitronics  °8lc3 
photomultiplier . This  has  a 14  stage  linear  dynode  chain  with  an  S-20 

O O 

response  covering  the  range  3 000  A to  85OO  A.  The  photomultiplier  is 
run  at  2000  volts. 

Elect  ronles 

Several  of  the  electronic  components  are  used  for  both  experimental 
methods;  some  are  used  for  only  ono  method.  The  function  of  each  com- 
ponent can  be  briefly  described.  The  Or tec  Model  TIO5/N  Discriminator 
produces  a standard  -800  mV  signal  for  each  input  pulse  when  that  input 


I 
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pulse  exceeds  a threshold  vilue.  This  threshold  can  be  varied  throne  ■ 
the  use  of  a potentiometer,  and  the  width  of  the  output  pulse  is  con- 
trolled by  a variable  external  delay  line.  The  discriminator  c;  a be 
operated  in  either  a ga.  -d  mode,  which  requires  a positive  4 to  Id  volt 
gating  signal,  or  an  unrated  mode. 

The  Ortec  Model  ICIOR  N Linear  date  . ad  Stretcher  integrates  an  in- 
put signal  and  produces  an  output  signal  which  has  the  maximum  amplitude 
held  for  ) a see.  rhe  : < ; . nd  str  truer  can  bo  operated  in  the  gated 

mode,  which  requires  a gating  signal  of  -800  mV,  or  in  the  ungatei  node. 
The  Fluke  Model  1°00A  Multi -Counter  is  eapible  of  making  frequency  an., 
totalise  measurements.  In  the  frequency  mode,  .he  resolution  can  be  set 
at  J.i  Ha,  1 Hr,  10  Hr,  and  100  Hr.  In  the  totalise  mode,  the  maximum 
number  of  counts  is  999,009.  The  multi-counter  accepts  signals  with  a 
minimum  pulse  width  of  JO  nsoc. 

The  Ortec  Model  44"  Time  to  Pulse  Height  Converter  provider  an 
output  pulse  with  an  amplitude  that  is  proportional  to  the  ; Lnr  interval 
between  a Start  input  and  a Stop  input;  the  full  range  output  ar.pli'.ude 
Is  L0  volts.  A front -panel  switch  allows  the  choice  of  three  ranges: 

•V  nsec,  2y0  nsec,  and  '4)0  nsec.  An  output  signal  is  generated  only  if 
a Stop  signal  follows  a Start  signal  within  the  selected  time  range. 

The  Start  input  can  be  operated  in  a gated  mode,  which  requires  a gating 
si  uni  of  two  volts,  or  the  ungatod  mode.  In  either  node,  the  device 
needs  at  least.  24  nsoc  after  the  Start  signal  to  process  a Stop  signal. 
If  the  Stop  signal  occurs  prior  to  this  24  nsec,  a false  signal  is  pro- 
duced indicating  an  elapsed  time  of  ..'4  nsec. 

A Hewlett  Packard  Model  8012B  Pulse  Genera  tor  is  used  to  provide  a 
gating  signal  to  the  discriminator.  By  use  of  external  controls,  the 


output  amplitude  can  be  varied  from  0.1  to  10  volts,  the  pulse  width 
can  be  varied  from  10  nsec  to  1 sec,  and  the  pulse  delay  can  be  adjusted 
from  35  nsec  to  1 sec. 

An  Qrtec  Model  DB463  Delay  Box  is  used  to  delay  si  ;nals.  Pour  sets 
of  switches  can  be  operated  independ >ntly  or  in  seri< s.  Each  set  of 
switches  allows  delays  of  0.3,  1,  2,  4,  8,  16,  and  32  nsec.  A Tektronics 
Model  7904  Oscilloscope  is  used  for  signal  analysis.  The  oscilloscope 
includes  a camera  which  uses  Polaroid  Type  47  film. 

A Hewlett  Packard  Model  5400A  Multi-Channel  Analyser  (MCA)  is  used 
for  pulse  height  analysis.  The  amplitude  of  each  input  pulse  determines 
a memory  channel  location,  which  is  incremented.  After  the  accumulation 
of  many  input  pulses,  the  MCA  data  shows  the  number  of  pulses  as  . func- 
tion of  pulse  amplitude.  A total  of  1024  memory  channels  are  available, 
and  the  maximum  input  is  10  volts.  The  output  data  can  be  printed  on 
paper  tape  or  displayed  on  an  integral  oscilloscope.  A camera  using 
Polaroid  Type  107  film  is  available  for  recording  the  oscilloscope 
display. 
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tV.  Procedure 


A <11  seusslon  of  the  ox;*-  rlmcnt < 1 procedure  ml  techniques  will,  be 
divided  li’Lo  flvo  ..man:  (!)  pun  lean  .u  •!  out  . . ■ i.  1 1 . (.)  a:;  handlin', 

( })  dye  laser  md  monochromator,  (•;)  Clrsl  experlm  nta]  method»  and  ('•) 
accord  experimental  method. 

P"  a i '.111  ljvl  I. tut. 'a  1 l’C 

For  tuttl.il  pumpdown  of  ti  t>  • vacuum  system,  the  Welch  mechanical 
pump  la  turned  on  ind  valves  t,  % 8,  and  l)  "*c  opened;  all  other 
valve;-,  ire  oloe.ed  ( e Ft;;.  1 0) . The  mechaniea  t pump  of  the  Voces  1..  ak 
Deteolot:  to.  turned  on  and  the  cold  trap  la  filled  with  I.N..  flic  dlf- 
fu.-.i.on  pump  is  then  fumed  on.  After  the  meelunieal  pnmp  Ivin  evacuated 
111;-  system  to  a pr  satire  of  Lena  than  one  torr,  u;  determined  by  the 
thermocouple  ;au;;e,  valve  8 in  closed  and  Uic  liiroLLle  valve  of  the  lea 
detector  ic,  opened. 

To  promote  outruns  in;'  of  the  uamp.le  tube,  a voltage  in  applied  to 
the  he.it  tape  round  the  sample  tube  until  the  c, ample  tube  reaches  a 
temper  i tu  re  dn'.iler  than  I.Op’C.  Tlv  pressure  la  then  monl  to  red  noli1.-; 
the  McLeod.  c:aur;e.  Out;-  inc-i  up;  continue;;  until  a pressure  of  abeuv  one 
mil  LI torr  Vs  reached  In  the  sample  tube. 

< 1 1 ;;  Hand  1 tnj 

After  e.ystem  pumpdown,  valves  I and  9 are  cloned,  and  the  throttle 
valve  of  the  Leak  detector  Is  closed.  A small  amount  of  NO,  la  Intro- 
duced Into  the  tubinp;  between  valves  1 and  4 by  allqhlly  opoulnp;  and 
then  oLoul.u,;  valve  I . Valve  ) Is  opened  nll.'htly  and  then  clone, 1;  tiexl 


valve  5 is  closed.  Valve  6 is  then  opened  to  freeze  out  NO.,  until  the 
desired  pressure  to  reached,  as  determined  toy  the  thermocouple  gauge. 

To  protect  the  mercury  of  the  McLeod  gauge  from  NO,  contamination  during 
this  procedure,  th > McLeod  ; lugo  is  closed  off  from  th  • system  by  a 
clamp  on  a small  section  of  rubber  tubing.  After  valve  6 has  boon 
closed,  the  clamp  is  opened  ind  the  pressure  equalises.  The  McLeod 
gauge  Is  then  used  to  del  train  the  pn  sure  iccurately . Because  NO, 
exists  as  both  NO  and  N ,0  , th  pressure  must  be  accurately  measured 
to  determine  the  degree  of  dissocl  tion  (lief  )i211-2i  »)•  After  the 
experiment  is  completed,  th<  remaining  NO,  is  frozen  out  of  the  sample 
tube. 

Dyo  fuser  uv.l  Monochromator 

Once  in  absorption  wavelength  of  NO  , has  been  selected,  a laser' 
dye  must  be  chosen  that  covers  tha  w&vel<  ngth.  This  dye  is  put  into 
the  dyo  laser  reservoir,  tnd  the  dye  laser  is  tuned  to  the  absorption 
wavelength.  The  output  power  of  the  dye  laser  is  then  maximized  fol- 
lowing the  Instructions  of  the  equipment  manual,  the  laser  power  is 
monitored  using  the  Opto-Meter  tnd  recorder. 

The  monochromator  aid  1 ins  ire  positioned  as  shown  in  Fig.  Id; 
thLs  results  in  a full-size  image  at  the  entrance  slit  of  the  monochro- 
mator, The  monochroma tox*  is  tuned  to  the  absorption  wavelength  for 
resonance  fluorescence  or  to  a longer  wavelength  if  the  fluorescence  of 
other  emission  lines  is  to  be  monitored. 

First  gxperimcnl.'l  MrLhod 

The  equipment  is  connected  as  shown  in  Fig.  13-  The  1'IN  diode  is 
used  to  detect  the  laser  pulse  and  provide  a reference  time  relative  to 


that  pulse.  Neutral  density  filters  are  used  so  that  the  laser  pulse 
does  not  overload  the  PIN  diode.  To  cheek  that  the  PIN  diode  is  not 
bein'  overloaded,  the  output  of  the  PIN  diode  is  checked  on  the  oscillo- 
scope; the  signal  should  have  an  amplitude  of  about  l'jO  mV  and  a pulse 
width  >f  50  nsec,  ’.’he  output  of  the  PIN  diode  is  used  s the  Lnpul  for 
one  liscrlmim tor,  which  La  operated  in  the  ungated  mode.  This  liscrim- 
lnator  serves  two  functions.  First,  the  input  t!  reshold  is  set  hi  a 
enough  to  eliminate  noise.  Second,  it  produces  a standard  output  pulse 
compatible  with  the  other  electronics. 

One  output  of  the  discriminator  is  used  as  the  input  of  a linear 
gate  and  stretcher,  which  is  operated  in  the  unguted  mode.  I’he  line  r 
gat*  and  stretcher  output  Ls  then  used  as  the  input  o'  oouis.-r  v.  . If 
the  linear  gate  and  stretcher  were  not  used,  short  output  pule.es  of  the 
discriminator  might  not  bo  detected.  An  nidi  Lionel  output  of  th  dis- 
criminator is  used  to  provide  a gating  signal  to  a second  linear  gate 
i stretcher.  The  width  of  the  g ting  interval  i 5 leterrained  by  1 
fixed  length  of  delay  line  attached  to  the  discriminator;  this  pa  tine; 
interval  was  shown  as  | in  Fig.  7 • 

The  output  of  the  photomultiplier  is  used  as  the  inpu’  to  a second 
discriminator,  which  is.  operated  In  th*'  unguted  mode.  The  input  thresh- 
old >f  this  discriminator  is  used  to  eliminate  small  signal  noise.  The 
output  of  the  discriminator  Is  used  as  the  Input  to  the  second  linear 
at.  and  stretcher,  which  ls  operated  in  the  gated  mode . The  gating 
signal,  which  was  mentioned  previously,  comes  from  the  first  dlscrimt 
na tor  and  goes  Into  a delay  box  prior  to  reaching  the  line,  r gate  and 
stretcher.  This  delay  box  Is  used  to  vary  the  -tart  of  the  gate  Inter- 
val relative  to  the  laser  pulse.  A delay  of  usee  matches  the  staid 
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of  the  gating  interval  with  the  first  photomultiplier  pulses  of  the 
fluorescer.ee.  The  output  of  the  second  linear  gate  and  stretcher  is 
use!  is  the  input  to  counter  Ml . 

To  insure  that  there  is  a pate  pulse  for  each  laser  pulse,  the 
frequency  mode  of  counter  M2  is  used.  The  number  of  pulses  per  second 
should  be  the  same  as  the  laser  pulse  repetition  rate.  To  verify  that  loss 
than  one  count  is  received  per  laser  pulse,  the  frequency  mode  of  count- 
er Ml  is  used.  If  the  count  is  greater  than  one  per  laser  pulse,  neu- 
tral density  filters  are  placed  at  the  entrance  slit  of  the  monochro- 
mator. 

To  measure  the  lifetime  for  the  gas  sample,  the  delay  box  is  set 
to  22  nsec.  3oth  counters  ire  set  to  the  totalise  mode.  After  a fixed 
number  of  laser  pulses,  as  determined  by  the  readin.  of  counter  M2, 
the  number  of  photomultiplier  counts  on  counter  ;/l  is  recorded.  The 
shirt  of  the  gate  interval  is  then  mov-'d  relative  so  the  laser  pulse  by 
increasing  the  delay  of  the  delay  box.  Both  counters,  are  reset,  and 
after  the  same  number  of  laser  pulsar,  the  number  of  photomultiplier 
counts  on  count ?r  Mi  is  again  recorded.  This  procedure  is  repeated  for 
additional  delay  settings  of  the  delay  box.  The  resulting  data  is  expo- 
nentially dependent  on  the  fluorescence  decay  rate  as  shown  by  Eq  ( 3 0 ) . 

The  lifetime  can  be  determined  by  the  number  of  counts  measured  at. 
times  t^  and  t.0.  For  an  exponential  decay,  this  lifetime  is  given 
by  the  equation 

to  - t. 

r - — — m 

ln(«l/N .) 

where  N.  is  the  number  of  counts  measured  at  time  t..  and  N,  is  the  nun- 
1 1 

bor  of  counts  measured  at  time  t,.  The  error  in  the  value  of  j is 


where  s = the  error  ia  the  lifetime  T 

s,  the  error  in  the  measurement  of  t. 


s,  = the  error  in  the  measurement  of  t., 

s„.  = the  error  in  the  measurement  of  N. 

N1  1 
s^  = the  error  in  the  measurement  of  ft. 

Second  Experimental  >thod 

For  the  second  experimental  method,  the  equipr.  mt  is  connected  a.-, 
shown  in  Fig.  14.  The  PIN  diode  is  again  used  to  detect  the  laser 
pulse  and  provide  a reference  signal  relative  to  that  pulse.  As  in  the 
first  method,  neutral  density  filters  are  used  to  prevent  overloading 
the  PIN  diode.  The  output  of  the  PIN  diode  is  used  as  the  input  for 
one  discriminator,  which  is  operated  in  the  un  ated  mode.  One  output 
of  the  discriminator  is  used  to  provide  the  Start  signal  for  the  time 
to  pulse  height  converter  (TPHC).  The  signal  first  goes  to  one  line  of 
the  delay  box,  and  the  output  of  the  delay  box  goes  to  the  Start  input 
of  the  TPHC.  The  delay  box  can  then  be  used  to  vary  the  Start  signal 
relative  to  the  laser  pulse.  An  additional  output  of  the  discriminator 
is  used  to  provide  a trigger  signal  for  the  pulse  generator.  The  pulse 
generator  then  provides  a gn ting  signal  for  a second  discriminator. 

The  output  of  the  photomultiplier  is  used  as  the  input  to  the  sec- 
ond discriminator',  which  is  operated  in  the  gated  mode.  On  ' output  of 
the  discriminator  is  used  as  Lhe  input  to  a linear  gate  and  stretcher, 
which  is  operated  in  the  ungated  mode.  The  output  of  this  linear  gate 


and  stretcher  th<>n  goes  to  a counter.  This  counter  is  used  to  determine 
the  number  of  photomultiplier  counts  per  laser  pulse  which  come  during 
the  gating  interval.  Another  output  of  the  second  discriminator  is 
used  to  provide  Sop  signals  for  the  TPHC.  The  signal  first  goes  to 
the  second  line  of  the  delay  box  and  the  output  of  the  delay  box  goes 
to  the  Stop  input  of  the  TPHC.  The  delay  box  can  then  be  used  to  vary 
the  Stop  signal  relative  to  the  laser  pulse.  The  output  of  the  TFHC  is 
used  as  the  input  of  the  multichannel  analyser  (MCA) . 

To  measure  zhe  iTaorescence  lifetime  of  the  gas  sample,  one  of  the 
three  ranges  of  the  TPHC  is  selected.  The  gate  interval  determined  by 
the  width  of  the  gating  signal  from  the  pulse  generator  is  then  sot  to 
at  least  the  range  selected  on  the  TPHC.  The  start  of  the  gate  inter- 
val is  set  by  changing  the  delay  in  the  pulse  generator  relative  to  the 
laser  pulse.  The  start  of  the  gate  interval  can  be  set  at  a time  after 
scattering  occurs j thus,  those  unwanted  photomultiplier  signals  can  be 
eliminated  when  measuring  resonance  fluorescence.  Additionally,  if  the 
start  of  the  gate  interval  is  set  to  24  nsec  after  the  Start  signal  to 
the  TPHC,  the  24  nsec  dead  time  of  the  TPHC  can  bo  avoided.  Since  the 
delay  in  the  pulse  generator  is  set  by  a vernier  control,  refined  ad- 
justments to  the  start  ' the  gate  interval  can  be  made  by  changing  the 
delay  of  the  Start  and  Stop  signals.  For  example,  an  addition  of  5 nsec 
to  the  delays  of  both  the  Start  and  the  Stop  signals  is  the  same  as 
changing  the  start  of  the  gate  interval  5 nsec  earlier  relative  to  the 
laser  pulse. 

Since  the  full  range  output  of  the  TPHC  is  10  volts,  the  input 
range  of  the  MCA  is  set  to  10  volts.  Prior  to  data  taking,  the  memory 
channels  of  the  MCA  are  erased.  The  MCA  is  then  set  to  accumulate  TPHC 


r 


40 


signals  until  enough  data  is  stored  in  the  channels  to  produce  a sta- 
tistical curve.  After  data  accumulation,  the  data  in  the  MCA  can  be 
viewed  on  the  integral  oscilloscope  or  printed  on  paper  tape.  Since 
each  memory  channel  corresponds  to  a point  in  tine  relative  to  the  lase 
pulse,  the  lifetime  of  the  exponential  curve  can  be  calculated  using 
Eq  (49). 
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V.  Results  and  Discussion 

Both  experimental  methods  to  measure  fluorescence  lifetimes  were 
tested  during  this  thesis  effort,  and  many  problem-  were  eliminated . 
General  results  common  to  both  experimental  methods  are  presented  in 
this  chapter,  followed  by  a discussion  of  the  results  for  each  experi- 
mental method. 

C-.neral  Results 

The  dye  laser  and  N,  laser  operate!  satisfactorily.  Four  dyes — 
RoG,  R6G  + CV?,  Coumarin  495»  and  Coumarin  440--were  used  during  the 
course  of  the  experiment  and  covered  approximat  'ly  the  range  of  wave- 
lengths as  shown  in  Fig.  11.  The  output  power  of  the  dyes  was  less  than 
that  specified  in  the  iye  laser  manual.  For  example,  the  output  power 
of  Coumarin  4 40  was  1.3  mwatt  when  pulsed  at  10  pulses  per  second  at 

o 

4304  A;  output  power  on  the  order  of  5 mwatt  was  expected.  The  width 

of  the  d,  e laser  pulse  was  less  than  10  nsec,  as  shown  in  the  photograph 

of  the  PIN  diode  signal  (Tig.  15) • 

The  scan  control,  which  turns  the  grating  within  the  dye  laser  to 

select  the  output  wavelength,  was  ve ry  reliable  in  scanning  at  constant 

speeds.  Phis  was  necessary  when  absorption  measurements  were  taken. 

A s l ,p  absorption  measurement  for  30  torr  of  NO.,  is  shown  in  Fig.  Id, 

o o 

where  K X’  was  seamed  over  the  wavelength  range  5780  A to  578?  A.  This 
measurement  was  taken  by  : canning  the  dye  laser  over  a frequency  range 
and  recording  the  laser  Intensity  after  passing  through  the  empty  sample 
tube;  the  scan  w;  a then  repeats i with  NO,  in  the  sample  cell.  The 


periodic  variation  in  the  output  intensity  of  the  laser  beam  is  due  to 
an  interference  effect  within  the  dye  laser;  possibly  the  output  window. 
Because  an  etalon  was  not  used  in  the  dye  laser,  it  was  not  possible  to 
identify  individual  absorption  bands.  A neutral  density  filter  placed 
in  front  of  the  dye  laser  bean  verified  that  saturation  of  the  gas  sam- 
ple ; not  taking  place. 

L e g is  handling  system  was  satisfactory  in  delivering  and  evacuat- 
ing NO,  to  and  from  the  sample  tube.  Pressures  from  1 mtorr  to  30  torr 
were  maintained  in  the  sample  tube;  however,  difficulty  was  encountered 
in  accurately  measuring  these  pressures.  A McLeod  gauge  was  used  for 
accurate  pressure  measurements,  but  contact  with  the  NO  contaminated 
the  mercury  of  the  gauge.  After  continued  use,  this  interfered  with  the 
use  of  the  gauge,  and  the  mercury  had  to  be  replaced. 

The  output  signals  of  each  of  the  pieces  of  electronics  were  cheek  d 
on  the  oscilloscope.  With  three  exceptions,  all  of  the  electronics 
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of  the  experiment  was  additional  scattering  from  the  entrance  and  exit 


ports  of  the  insulative  box  surrounding  ohe  .-■ample  tube.  Considerable 
data  was  taken  of  this  scattering,  which  initially  was  thought  to  be 
the  fluorescence  signal.  This  scattering  was  eliminated  by  painting 
the  interior  of  the  insulative  box  black  and  ;y  positioning  the  box  so 
that  the  laser  beam  travelled  through  the  center  of  the  entrance  and 
exit  ports. 

Various  fluorescence  lines  of  NCL  were  observed.  Resonance  fluo- 

tL 

on  o o o o 

rascence  was  examined  at  6512  A,  57q2  A,  5^61  A,  4430  A,  4448  A,  4390  A, 

o o o c 

4350  A,  and  4304  A.  Non-resonance  fluorescence  at  4?40  A and  4545  A was 

o 

also  examined.  The  strongest  fluorescence  signal  was  observed  at  4740  A 

o 

when  exciting  at  4304  A;  however,  this  signal  was  still  quite  weak. 

First  Experimental  Method 

The  first  experimental  method  was  tested  when  it  was  not  known  tint 
scattering  from  the  insulative  box  dominated  the  fluorescence  signal. 
However,  the  system  was  checked  and  found  to  operate  satisfactorily. 
Operation  of  the  'ating  system  was  verified  by  connecting  the  photomul- 
tiplier output  directly  to  the  linear  gate  and  not  through  a discrimi- 
nator. Because  of  the  photomultiplier  ringing,  false  counts  were  regis- 
tered beyond  the  original  counts.  This  resulted  in  an  artificial  decay 
measurement,  and  using  the  first  experimental  method,  it  was  possible 
to  measure  a 13  nsec  lifetime  for  this  false  decay.  Although  this  was 
not  a measure  of  fluorescence  decay,  it  demonstrated  that  the  method 
can  be  used  to  measure  decay  times  on  the  order  of  10  nsec. 

The  length  of  tine  it  took  to  accumulate  data  was  a disadvantage  to 
this  method.  During  the  measurement  time,  the  declining  power  of  the 
laser  allowed  a decrease  in  the  excited  state  population  density  at  the 


end  of  each  Inner  pulse.  Thun,  the  Inner  power  had  '.o  bo  monitored,  aril 
t,he  decay  measurements  were  normalis'd  to  a standard  power  level.  The 
une  of  t'renh  dyes  In  the  dye  laser  minimised  tills  power  decline.  A rise 
lr.  the  room  temperature  was  also  observed  to  enure  a d ■■•Line  in  the  ly- 
laser  rower. 

depend  iCyporlnient  ■ 1 lydji_od_ 

The  second  experimental  method  war,  used  to  tne.  sun  the  lifel  ine  fot 
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VI . Conclusions  and  Recommendation;: 


Conclusions 

During  this  thesis  effort,  two  experimental  methods  for  measuring 
fluorescence  lifetimes  were  investigated.  Based  upon  this  work,  several 
conclusions  can  bo  made: 

1 . Both  experimental  methods  can  be  used  to  measure  fluorescence 
lifetimes  as  short  as  10  nsec. 

2.  The  second  experimental  method  can  accumulate  data  in  a shorter 
period  of  time  than  the  first  experimental  method.  Such  a consideration 
nay  be  important  if  the  temperature  or  pressure  of  the  gas  sample  is 
changing. 

3.  A stronger  fluorescence  signal  would  improve  the  photon  count- 
ing rate  and  reduce  the  statistical  error  of  the  calculated  lifetime. 

No  reason  could  be  determined  for  a measured  fluorescence  signal  smaller 
than  that  expected  by  calculations  based  on  the  absorption  coefficient. 

4.  Insufficient  data  was  taken  to  determine  which  transitions  were 
involved  for  the  fluorescence  wavelengths  observed. 

Rocommonda tions 

Based  upon  the  results  of  this  study,  the  following  recommendations 
are  made: 

1.  The  vacuum  system  should  be  improved  to  better  control  the 
pressure  of  the  gas  sample . 

2.  The  pressure  of  the  gas  sample  should  be  measured  using  a bn  na- 
tron instead  of  a McLeod  gauge.  Tills  would  eliminate  the  problem  of 
NO,  contamination  of  the  mercury  of  the  McLeod  gauge . 
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3.  Because  photomultiplier  ringing  could  not  be  eliminated,  either 
the  pho . multiplier  socket  should  be  replaced  or  another  photomultiplier 
tube  should  be  used. 

4.  Measurements  should  be  taken  of  fluorescence  lifetimes  of  NO^ 
at  different  pressures.  The  ef:'eco  of  collisions  on  quenching  could 
then  be  determined. 

5*  A time  to  pulse  height  converter  with  a range  longer  than  500 
nsec  should  be  used  for  measurements  of  HO  lifetimes. 

6.  The  quenching  effects  of  additional  species  on  NO^  lifetimes 
should  be  investigated  since  several  species  would  be  present  in  an 
actual  combustion  flame. 

7 . A frequency  doubler  for  the  dye  laser  should  be  obtained  in 
order  to  look  at  other  regions  of  the  NO-,  emission  spectrum  or  the  emis- 
sion spectrum  of  other  species.  However,  since  the  use  of  a doubler 
reduces  the  intensity  of  the  dye  laser  beam,  the  fluorescence  signal 

of  NO  may  be  too  weak  to  detect. 

8.  The  strength  of  the  fluorescence  signal  should  be  increased. 

The  use  of  an  uncoated  pellicle  would  increase  the  intensity  of  the 
laser  beam  going  through  the  sample  tube.  The  image  of  the  fluorescence 
region,  which  is  parallel  to  the  laser  beam,  can  be  rotated  to  fill  the 
entrance  slit  of  the  monochromator.  The  laser  beam  can  be  focused  in 
the  region  which  is  viewed  by  the  entrance  slit;  the  width  of  the  en- 
trance slit  can  be  optimized  for  signal  intensity  and  resolution.  The 
strength  of  the  fluorescence  signal  could  also  be  increased  by  using  a 
monochromator  with  a smaller  f-number,  a mirror  behind  the  sample  tube, 
and  broad  band  anti -reflective  coatings. 
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